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The maintenance of an operating log-book in connection with the operation of an amalgam separator is obligatory in the Federal 
Republic of Germany. We recommend the use of such a log-book, however, also in countries with differing legal situations, in 
order to maintain a complete record of maintenance and repair of the appliance.

In the following chapters reference is made solely to German law. We draw your attention to the fact that when using the various 
models of DÜRR Amalgam Separators outside the Federal Republic of Germany the operator is obliged to inform himself of the 
rules and regulations governing the control of waste water purity valid in his country.

 1. Foreword 
To protect water against pollution the German Federal Government has ordered by law (i.e. §7a, para.1, sentence 3 WHG) the 
regulations for drainage from various sources. 

To fulfil the demands laid down in the framework of drainage regulations of this law, (appendix 50 'Dental Treat ment'), the drain 
outlet of the Dental Unit - prior to mixing with other sanitary drainage - must be routed through an approved test certificated 
amalgam separator which has a separation efficiency of at least 95%.
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 2. Testcertificates 
From Institute for Structural Engineering, Kolonnenstr.30, 10 829 Berlin the following Test Certificates were granted:

CA 4
Typ 7805

Z-64.1-22

CAS 1 / CA 1 /CA 2 base unit
Typ 7117

Z-64.1-20

VSA 300 S
Typ 7125

Z-64.1-15

Combi-Separator
Typ 7110

Z-64.1-5

Amalgam Separator AZ 100
Typ 7800 / 7801

Z-64.1-1

 3. Special directions 
In the framework of these tests the following special directions of the different Dürr Amalgam Separator models have been laid 
down.

The light indicator elements of the Amalgam Separator must be checked for proper functioning every year 
by an appropriately trained person regarding their function. For this and other maintenance work a  
SURGERY LOG BOOK must be kept of work carried out.
It is further pointed out that the Amalgam Separator according to the framework of drainage regulations, 
appendix 50 (Dental Treatment), para 2.2.5, must be checked for orderly condition every five years without 
fail after being put into operation.

 4. Advice 
In accordance with the SPECIAL DIRECTIONS all maintenance work carried out on the Amalgam Separator must be recorded by 
the performing Dental Engineer  under  MAINTENANCE AND INSPECTION.

The changing of the collection container and the waste management of the separated material must be recorded by the person 
performing this duty (e.g. the Nurse) under the heading WASTE MANAGEMENT.

The notes about MAINTENANCE AND INSPECTION as well as proof about the WASTE MANAGEMENT of the separated material 
must be kept in accordance with state laws for a stipulated period.
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Points 5 thru 8 to be completed by the Dental Engineer

 5. Dental surgery / dental clinic 

Name  �����������������������������������������������������������������������������������

Street  �����������������������������������������������������������������������������������

Zip code / Town  �����������������������������������������������������������������������������������

 6. Equipment data 

Inventory No.Nr.  �����������������������������������������������������������������������������������

Amalgam Separator  7805 CA 4

  7117 CAS 1 / CA 1 / CA 2 base unit

  7125 VSA 300 S

  7110 Combi-Separator

  7800 Amalgam Separator AZ 100 with housing

  7801 Amalgam Separator AZ 100 w/o housing

Serial no.  �����������������������������������������������������������������������������������

Date of Commissioning  �����������������������������������������������������������������������������������

Dental Unit  �����������������������������������������������������������������������������������

Location  �����������������������������������������������������������������������������������

 7. Installation 

Company  �����������������������������������������������������������������������������������

Street  �����������������������������������������������������������������������������������

Zip code / Town  �����������������������������������������������������������������������������������

Date  �����������������������������������������������������������������������������������

Funktion check   �����������������������������������������������������������������������������������
(Name, Date)

 8. Supplier 

Company  �����������������������������������������������������������������������������������

Street  �����������������������������������������������������������������������������������

Zip code / Town  �����������������������������������������������������������������������������������
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 9. Maintenance and inspection 

Date Maintenance performed by
(Person / Company)

Maintenance work description Signature
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 10. Disposal 

Date Collecting container changed by
(Name)

Waste management company
(Address)

Signature*

* If full collecting containers are collected: Signature of collector or else person from waste management company.
 Only use the original packaging!
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 11. Light indicators check (every year) 

Date Check procedures performed by
(Person / Company)

Description of indicators failures Signature

 12. Routine check 

Date Check procedures performed by
(Person / Company)

Description of indicators failures Signature
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Allgemeine Bauaufsichtliche Zulassung, NR. Z-64.1-22 
für CA 4, Typ 7805, Seite 1 - 4
Test certificate Z-64.1-22 
for CA 4, Model 7805, Page 1 - 4
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Allgemeine Bauaufsichtliche Zulassung, NR. Z-64.1-22 
für CA 4, Typ 7805, Seite 5 - 6
Test certificate Z-64.1-22 
for CA 4, Model 7805, Page 5 - 6
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Allgemeine Bauaufsichtliche Zulassung, NR. Z-64.1-20 
für CAS 1 / CA 1 / CA 2 Basisgerät, Typ 7117, Seite 1 - 4
Test certificate Z-64.1-20 
for CAS 1 / CA 1 / CA 2 base unit, Model 7117, Page 1 - 4
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Test certificate Z-64.1-20 
for CAS 1 / CA 1 / CA 2 base unit, Model 7117, Page 5 - 6
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Allgemeine Bauaufsichtliche Zulassung, NR. Z-64.1-15 
für VSA 300 S, Typ 7125, Seite 1 - 4
Test certificate Z-64.1-15 
for VSA 300 S, Model 7125, Page 1 - 4
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Test certificate Z-64.1-15 
for VSA 300 S, Model 7125, Page 5 - 6
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Test certificate Z-64.1-5 
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Test certificate Z-64.1-5 
for Combi-Separator Model 7110, Page 5
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Test certificate Z-64.1-1 
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